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Summary
A new type of non-contact tonometer is described. The instrument is handheld and incorpo rates a system which automatically generates the measuring pulse of air when the alignment is correct. A brief description of the design and the results of clinical trials are presented. These establish a good correlation with paired Goldmann readings (correlation coefficient, r = 0.88 to 0.95, standard deviation, S.D. 1.56 to 2.66 mm Hg).
Background
It is now some 14 years since the introduction of the first commercial non-contact air impulse tonometer (N CT). 1 During this period there have been many clinical trials which have established the correlation of the readings of the NCT with those of the con ventional Goldmann instrument, and a sum mary of the most significant results is shown in Table I. Apart from one papers which questions the accuracy at very high intra-ocular pressures (lOPs), the results have established the NCT as a valid and useful instrument.
Design of the New air Impulse Tonometer
The Puis air tonometer shown in Figs 1 and 29 has been designed with a handpiece which can be taken to the patient's eye. This can often provide a major advantage over instru ments which require the use of a head and chin rest to locate the patient's head. Thus the instrument is easy to use with the patient in any position -a particular advantage with infirm or very young patients. In addition, it is possible to use it on young infants and older children who will not keep their eyes sufficiently still for a contact measurement.
The instrument applies a ramped air impulse to the eye, and gauges the intra-ocu lar pressure from a measurement of pressure in the air delivery system at the applanation event9. Two levels of air impulse are pro vided allowing lOPs of up to 33mmHg to be tested with a much reduced peak and volume of air.
The corneal monitoring system incorpo rates a series of lenses, combined with the reflecting surface of the cornea, to form two images of a test object. One of these is view able by the operator, whilst the other is formed onto an array of photodetectors. The detectors measure the image contrast to determine when the image is in focus, and thus when the instrument is correctly aligned and spaced from the eye. When this condi tion is satisfied the air impulse is automati cally initiated.
As the air pressure on the cornea exceeds the lOP the cornea distorts, the optical sys tem detects this event, and the pressure is instantaneously sampled using the pressure transducer (Fig 2) .
Calibration of the Pulsair Tonometer
Initial development of the instrument was carried out on Pigs' eyes. Then, beginning in 1985 a series of clinical trials was undertaken In practice, however, to minimise patient discomfort and the interference with the clinic, we adopted slightly modified proce dures.
For example that used in the UK was as follows.
Operator A took 4 readings on each eye using the Puis air.
Operator B took 2 readings on each eye using Goldmann G 1.
Operator C took 2 readings on each eye using Goldmann G2.
For the US results.
Operator A took 4 readings on each eye using the Pulsair Operator A then took 2 'blind' Goldmann readings with operator B noting the reading and re-setting the tonometer to zero each time.
Operator B then repeated the 'blind'
Goldmann readings using operator A in the same way as operator B did in the previous test.
Operators A and B were orthoptists or technicians particularly experienced in con ventional tonometry, and operator C was the patient's clinic doctor.
The time between A and B was typically a few minutes, however the time between B and C could vary from about 1 minute to more than 30 minutes depending on how quickly the patients were seen subsequently in the clinic. The two Goldmann tonometers used in each case were regularly calibrated.
The main difference between our basic protocol and that of Jessen is that it does not take account of any effect which the mea surement may have on the subsequent lOP.
This possible effect was therefore evaluated via a separate trial.
Results
Investigation of the effect of measurements on subsequent lOP
One-hundred and twenty normal eyes were tested using operators A, Band C (orthop tists or technician in this case) and tonomet ers G1, G2 and K (G = Goldmann, K = Pul sair) with the results shown in Table II .
Individual measurements represented the mean of 4 NCT readings or 2 Goldmann readings. The tests were carried out with less than 1 minute elapsed time between read ings.
Applying the Student 't' test, at the 95% confidence level the results show that there is no significant difference between the mean of the sets of individual Goldmann readings from the two operators A and B . Also neither Goldmann nor Pulsair instrument had a statistically significant effect on the subsequent readings.
Clinical Trials
The main clinical tests were carried out in 7 main sets involving different tonometers and 
The results in 1985,1986 were used as the basis of calibrating the instruments for 1987. clinics. In each case a minimum of 75 eyes were tested, and a linear regression was car ried out attributing all errors to the PuIs air.
The instruments tested during 1985 and 1986, Table III, were adjusted without hav ing access to a comprehensive calibration facility and thus the values of the slope and intercept from the regression against the Goldmann show some variation. In Table  III , n is the number of eyes, r is the linear correlation coefficient, and SD is the stan dard deviation of the differences of the data points from the regression line.
With The instrument has been used by a range of people in the clinics, including ophthal mologists, optometrists, orthoptists and ophthalmic technicians. In general, all found the instrument convenient and easy to use, and patient acceptance was good -most pre ferring the PuIs air to the Goldmann.
There is a short learning curve to go through before it becomes easy to take a reading. However, it does not normally require more than a few minutes of practice on the glass test piece provided with the instrument to become competent to use it on a patient. Readings can then usually be obtained in a few seconds, with the total time taken for 4 readings being somewhat shorter than for Goldmann applanation tonometry.
Conclusions
The results of the trials have established the 'ease of use' accuracy, reliability and repro ducibility of the PuIs air tonometer. Its porta bility and insensitivity to orientation means that in many cases it can be used on patients and in situations where conventional Goldmann tonometry is difficult or impossi ble.
Addendum
In April 1988 J H Fisher was awarded the Duke of Edinburgh's Designers Prize, the premier award from
